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A linear relation between the voltage density or magnitude spectrum of an excitation 
waveform and the corresponding ion orbital radius is derived for Fourier transform mass 
spectrometry (FTMS). This provides a theoretical foundation for the stored waveform 
inverse Fourier transform excitation method. The result is also useful for the design of 
optimal excitation signals as well as for the estimation of the kinetic energy of ions after an 
excitation event in collision-induced dissociation experiments. When the linear relation is 
applied to two-dimensional FTMS excitation, an analytical expression for ion speed modu- 
lation is obtained. (1 Am Sot Mass Specfrom 1991, 2, 483-486) 
F ourier transform mass spectrometry (FTMS), also known as Fourier transform ion cyclotron reso- nance (FT-ICR), has become a very powerful 
technique for mass analysis and for ion-molecule reac- 
tion studies after having undergone 16 years of devel- 
opment [ 11. A potential capability of the FTMS method 
is to perform multistage tandem mass spectrometry 
(MS/MS) [2] in a single-cell instrument. FIMS excita- 
tion methods play a central role in implementing 
MS/MS experiments. In a typical MS/MS experi- 
ment, parent ions of interest are isolated by an ejec- 
tion pulse and are then accelerated to an orbit with 
desired kinetic energy by an excitation pulse for colli- 
sion-induced dissociation. It is important to be able to 
produce selective waveforms for ion isolation and to 
control ion kinetic energy with excitation pulses. These 
capabilities can be provided by the stored waveform 
inverse Fourier transform (SWIFT) excitation method 
introduced by Marshal and co-workers [Id, 3-71. 
The demonstrated advantages of the SWIFT excita- 
tion technique include high resolution excitation [3] 
and ejection [7] and an extension of the detection 
dynamic range [4]. The high resolution nature of 
SWIFT can be used to design nearly perfect “masks” 
for Hadamard transform experiments [8]. Many other 
advantages are still waiting for the experimental proof. 
SWIFI provides excitation with more uniform spectral 
magnitude and thus improves the accuracy of relative 
ion abundance measurements (as for determination of 
the isotope ratio). 
Although the inverse Fourier transform excitation 
originated in nuclear magnetic resonance for solvent 
suppression [9], the SWIFI theory has been mainly 
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developed from FTMS [Id, 3-7, 10, 111. The reason 
for this is probably that the trapped ICR systems are 
more linear. However, the SWIFT method can be 
applied to certain applications for magnetic resonance 
and laser spectroscopy. Under the small-angle ap- 
proximation, the Bloch equations reduce to linear 
equations that have the same structure as the Lorentz 
equations. 
The SWIFT method is also called “tailored” excita- 
tion, and the near-linear relation between magnitude 
spectra and the responding signal magnitude spectra 
has been experimentally demonstrated 151. The re- 
sponse to excitation has recently been studied by a 
numerical method [12]. Understanding of the re- 
sponse of FTMS excitation has largely been based on 
the single-frequency or “burst” model [ 13, 141, which 
is invalid in cases of SWIFT or frequency sweeping 
excitation. The response to other common FTMS exci- 
tation waveforms was studied by Marshall and co- 
workers [15, 161. In this work, a linear relation be- 
tween the voltage density and the corresponding ion 
radius is derived through following the linear re- 
sponse theorem on ion motion based on the assump- 
tion of a uniform excitation held. This relation is 
important for MS/MS experiments performed on 
FTMS equipment because the ion radius is closely 
connected to its kinetic energy. The linear relation 
between ion transverse velocity and excitation voltage 
spectrum is helpful for understanding multipulse ex- 
periments without explicitly solving the Lorentz equa- 
tions. An example for application of the method in 
two-dimensional (2D) FTMS excitation is given. 
The theory developed in this article clearly pro- 
vides a simple and fast procedure for analyzing FTMS 
excitation events by avoiding laborious work on ion 
trajectory calculations. In that the present work is 
based on the assumption of uniform excitation field, 
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future research should expand the results to more 
general cases where nonuniform excitation fields are 
applied. 
Ion Excitation and Linear Response 
Classically, the motion of a charged particle with mass 
of m and charge of q in a magnetic field B and an 
electric held E near zero pressure and zero charge 




where v is the velocity of the ion. In most FTMS 
experiments, a static magnetic field is used and it can 
be assigned along the z-axis 
B = B,k (2) 
where Be is the magnitude of the magnetic induction 
and k is the unit vector in the z-direction. In all 
Fourier transform mass spectrometers, ion-trapping 
cells are used. The trapping cell provides a static 
electric potential to prevent ions escaping from the 
cell. The electric held generated by the trapping po- 
tential is usually small compared with that from exci- 
tation signals near the center of the cell. A recently 
introduced screened cell almost completely eliminates 
the trapping held inside the cell [17]. In this article we 
simply omit the electrostatic field and its conse- 
quences (e.g., ICR frequency shift as a function of ICR 
orbital radius and trapping voltage, magnetron mo- 
tion, and other nonlinear effects) [X3]. The electric 
held of the excitation signal is assumed to be applied 
along the x-axis, 
E = E,( t)i 
where E,(t) is the magnitude of the excitation electric 
field and i is the unit vector along the x-direction. By 
bringing eqs 2 and 3 into eq 1 and neglecting the 




- -$,(t) + wouy 
We can combine eqs 4 and 5 by introducing a complex 
transverse velocity w 
dw 
dt= 
-iw,w + ;E,(t) 
w = ux + iv 
Y (8) 
or equivalent 
~[w(f)e’@] = ~E,(f)e'"o' (9) 
In all FTMS experiments, ion excitation is carried 
out in a pulsed mode; that is, excitation events oc- 
cupy limited time durations. We first consider the 
effect of a single pulse in which excitation starts at 
t = t, and terminates at f = t2. Outside [t,, fz], the 
amplitude of the pulse is zero. The purpose of the 
excitation is to generate a desirable hnal value of ion 
velocity at t = f2[w( t = t,)] from a given initial veloc- 
ity at t = t,. Integration of eq 9 from t = t, to t = f2 
and substituting w,, for w give 
We have defmed the excitation signal to be zero 
outside of [t,, fz], so the integration of the above 
equation can be expanded to inhnity in both direc- 
tions. This implies that the initial and final states of 
the complex transverse velocity are related to the 
Fourier transform’ of the excitation electric field. If the 
distance between the two excitation plates of the cell 
is d, the electric field is proportional to the voltage 
between the plates ( E, = V/d) under the approxima- 
tion of infinitely large plates. It should be noted that 
FTMS experiments are carried out in ion traps in 
which ions experience more complicated excitation 
fields. The proper treatments for ion excitation in a 
cubic or cylindrical trap can be found in Rempel et al. 
[19] and van der Hart and van de Guchte (201. Equa- 
tion 10 can be rewritten as 
w(w t,)e lWf2 - ,(&I, t,)e i4 = ;I+,, (11) 
V(U) = F(o)e’“(“) (12) 
Here V(w) is the complex voltage spectrum of the 
excitation signal, which is the Fourier transform of the 
time-domain voltage signal, F(w) is the voltage den- 
sity or voltage magnitude spectrum, and P(w) is its 
phase spectrum. 
Thus far the most general relation between the 
voltage spectrum of excitation and the ion velocities 
has been derived. This result can be used for analysis 
of multipulse experiments. An example of the applica- 
‘for the convention of Fourier transformation, the sign m the expu- 
nential of eq 10 should bc negative. The equation shows a positive 
sign, which reflects the fact that the direction of the angular velocity 
(w) is opposite to the direction of the applied static magnetic held for 
B positive charge. This results in the negative cyclotron frequency. 
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tion of the general equation (eq 11) wilI be given in 
the next section. However, we shall now return to the 
simplest experiment, which contains only one excita- 
tion pulse. Suppose the initial velocity is zero [ w( t.,) 
= 0] and the excitation terminates at t = 0 (t, = 0). 
Equation 11 becomes 
w(w) = -!&v(w) 
This implies that the fmal velocity of ions is propor- 
tional to the voltage density of the excitation pulse. 
The proportionality between the voltage density of 
excitation and the responding ion velocity shows clear 
theoretical evidence that FTMS excitation belongs to 
linear responding systems with the assumption of 
uniform excitation field. The left side of the equation 
also relates to the radius (T) of the ion 




F(w) = (Bodbb) (15) 
This equation is important in the synthesis of the 
excitation signal. One can achieve the desired radii for 
any mass-to-charge ratio or cyclotron frequency (eq 6) 
by specifying the corresponding voltage density of the 
excitation waveform. These results can be used for 
prediction of the resultant ion signals [ 13, 19, 211, The 
kinetic energy ( Ek) of the ion can also be correlated to 
the voltage density 
&(w) = +u(w),‘= &F’(w) (16) 
If the initial ion velocities are assumed to be zero, 
these equations imply that for single-pulse experi- 
ments the ion radius and kinetic energy do not de- 
pend on the phase spectrum [P(w)] of the excitation 
waveform. Therefore, the magnitude spectrum of the 
responding ion signals is also independent of the 
phase. In contrast, voltage density alone cannot deter- 
mine the time-domain waveform (excitation signal) 
uniquely. The corresponding phase function has to be 
specified. In a prior work [lo], a general method for 
producing optimal phase functions has been de- 
scribed. Phase functions of excitation pulses have no 
physical significance in those single-pulse experi- 
ments, so they can be chosen for dynamic reduction. 
Speed Modulation from Two- 
Dimensional Excitation 
For multipulse experiments, phase relation among 
excitation pulses plays a key role. In a previous work 
[22], a theoretical model for 2D FTMS was presented; 
the postexcitation ionic speed modulation was de- 
rived for two identical single-frequency excitation 
pulses separated by a variable delay that represents 
the time scale for the second dimension. In this sec- 
tion, the general equation (eq 11) developed in the 
last section is applied to 2D excitation. 
Two-dimensional FTMS signals come from speed 
modulation which is produced by 2D excitation con- 
sisting of a pair of excitation pulses (Figure 1). At 
t = 0, the initial ion speed is assumed to be zero. 
According to eq 11, the transverse velocity of ions at 
the end of the first pulse is 
w(T)@ = 5%) (17) 
where V(w) is the complex voltage spectrum of the 
first excitation pulse. We still can .use eq 11 to derive 
the transverse velocity after the evolution period (t = 
T + tl) by setting V(w) equal to zero for T < t < T + 
t,. This gives 
w(T + tl)eidT+tl) - w(T)eiWT = 0 (18) 
01 
w(T + t,)e’“T+‘1) = w(T)e’~T = $+) (19) 
The complex voltage spectrum of the second pulse 
can be expressed as V(o)e’“(r+‘l) because it is time- 
shied from the origin with a distance of T + t,. 
Using eq 11 once again during [T + tl, 2T + tl], we 
have 
w(2T + #+‘(Zr+~,) _ w(T + tl)eio(TCfl) 
= $V( W)ei4r+f1) 
PO) 
4 I 
t=o T T+t, 2T+t, 
Figure 1. Two-dimensional FIMS excitation. The two identical pulses are used to produce speed 
modulation necessary for 2D experiments. The second pulse can be considered as time-shifting of 
the fust pulse with a shifting distance of T + t,. If the complex voltage spectrum of the hrst pulse 
is V(o), the second pulse has a voltage spechum of V(o)e”(T+‘~). 
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Substituting eq 19 into the above, one can obtain 
w(2T + t,) = $V(~)e-~m(~~+~l)(l + eiw(T+tl)) (21) 
The speed modulation is therefore 
(w(2T + tI) 1 = -$I V(w) I{++ cos w(T t tl)]}“’ 
(22) 
ders, M. Jr., Eds.; Wiley: New York, 1988. (c) Cross, M. L.; 
Rempel, D. L. Science (Washington, DC) 1984, 226, 261-268. 
(d) Marshall, A. G.; Wang, T.-C. L.; Chen, L.; Ricca, T. L. 
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Series 359; American Chemical Society, Washington, DC, 
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Because the pulse length T is a constant in the 2D 
experiment, the ion speed at the end of the second 
pulse is modulated with wt,. The above equation is 
not limited to single-frequency pulses and is more 
general than that derived in the previous work (see eq 
2 in Guan and Jones [22]). From this result, one can 
also conclude that speed modulation of 2D excitation 
is independent of the phase functions of individual 
pulses. Therefore arbitrary excitation pulses can be 
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Conclusion 
We have derived a linear relation between voltage 
density or magnitude spectrum of an FTMS excitation 
waveform and its corresponding ion radius based on 
the assumption of uniform excitation field. For a 
SWIFT excitation one can lirst specify ion radius as a 
function of frequency (or “radius spectrum”) to 
achieve desired excitation. In other cases, the time- 
domain waveforms are usually defined first. The rela- 
tion allows one to estimate the final ion kinetic energy 
gained from an excitation process. The linear relation 
provides a convenient tool for analysis of multipulse 
experiments. This is demonstrated for the case of 2D 
FTMS excitation. 
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